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August 04, 2014

LIMS USE: FR - SHERRI
LIMS OBJECT ID: 7517704

7517704
Project:
Pace Project No.:

RE:

Sherri Rosenstangle
Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

60174932

Dear Sherri Rosenstangle:
Enclosed are the analytical results for sample(s) received by the laboratory on August 02, 2014.  The
results relate only to the samples included in this report.  Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

Leslie Underwood
leslie.underwood@pacelabs.com
Project Manager

Enclosures
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CERTIFICATIONS

Pace Project No.:
Project:

7517704
60174932

Dallas Certification IDs:
400 West Bethany Dr Suite 190 75013  Allen TX 75013
Texas Certification #: T104704232-13-5
Kansas Certification #: E-10388

Arkansas Certification #: 88-0647
Oklahoma Certification #: 2012-080
Louisiana Certification #: 02007
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SAMPLE SUMMARY

Pace Project No.:
Project:

7517704
60174932

Lab ID Sample ID Matrix Date Collected Date Received

60174932001 NBJ1-S2 Solid 08/01/14 13:55 08/02/14 08:44

60174932002 NBJ1-S3 Solid 08/01/14 14:05 08/02/14 08:44

60174932003 NBJ1-S4 Solid 08/01/14 14:15 08/02/14 08:44

60174932004 NBJ1-S1 Solid 08/01/14 14:25 08/02/14 08:44

60174932005 DUP-7 Solid 08/01/14 08:00 08/02/14 08:44

60174932007 NBJ1-F1 Solid 08/01/14 13:25 08/02/14 08:44
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

7517704
60174932

Lab ID Sample ID Method
Analytes
ReportedAnalysts

60174932001 NBJ1-S2 EPA 8260 by SIM 2ZST

ASTM D2974-87 1IR00

60174932002 NBJ1-S3 EPA 8260 by SIM 2ZST

ASTM D2974-87 1IR00

60174932003 NBJ1-S4 EPA 8260 by SIM 2ZST

ASTM D2974-87 1IR00

60174932004 NBJ1-S1 EPA 8260 by SIM 2ZST

ASTM D2974-87 1IR00

60174932005 DUP-7 EPA 8260 by SIM 2ZST

ASTM D2974-87 1IR00

60174932007 NBJ1-F1 EPA 8260 by SIM 2ZST

ASTM D2974-87 1IR00
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ANALYTICAL RESULTS

Pace Project No.:
Project:

7517704
60174932

Sample: NBJ1-S2 Lab ID: 60174932001 Collected: 08/01/14 13:55 Received: 08/02/14 08:44 Matrix: Solid
Results reported on a "dry-weight" basis

Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit

Analytical Method: EPA 8260 by SIM8260 MSV  1,4 Dioxane by SIM

1,4-Dioxane (p-Dioxane) 3.7 ug/kg 08/04/14 13:50 123-91-1 M1,N22.6 1
Surrogates
Toluene-d8 (S) 101 %. 08/04/14 13:50 2037-26-570-130 1

Analytical Method: ASTM D2974-87Percent Moisture

Percent Moisture 23.5 % 08/04/14 11:450.50 1
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ANALYTICAL RESULTS

Pace Project No.:
Project:

7517704
60174932

Sample: NBJ1-S3 Lab ID: 60174932002 Collected: 08/01/14 14:05 Received: 08/02/14 08:44 Matrix: Solid
Results reported on a "dry-weight" basis

Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit

Analytical Method: EPA 8260 by SIM8260 MSV  1,4 Dioxane by SIM

1,4-Dioxane (p-Dioxane) ND ug/kg 08/04/14 14:16 123-91-1 N22.6 1
Surrogates
Toluene-d8 (S) 99 %. 08/04/14 14:16 2037-26-570-130 1

Analytical Method: ASTM D2974-87Percent Moisture

Percent Moisture 22.6 % 08/04/14 11:450.50 1
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ANALYTICAL RESULTS

Pace Project No.:
Project:

7517704
60174932

Sample: NBJ1-S4 Lab ID: 60174932003 Collected: 08/01/14 14:15 Received: 08/02/14 08:44 Matrix: Solid
Results reported on a "dry-weight" basis

Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit

Analytical Method: EPA 8260 by SIM8260 MSV  1,4 Dioxane by SIM

1,4-Dioxane (p-Dioxane) ND ug/kg 08/04/14 14:41 123-91-1 N22.6 1
Surrogates
Toluene-d8 (S) 99 %. 08/04/14 14:41 2037-26-570-130 1

Analytical Method: ASTM D2974-87Percent Moisture

Percent Moisture 22.3 % 08/04/14 11:450.50 1

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..Date: 08/04/2014 05:11 PM

Pace Analytical Services, Inc.
400 West Bethany Drive  - Suite 190

Allen, TX 75013
(972)727-1123 

Page 7 of 17



#=AR#

ANALYTICAL RESULTS

Pace Project No.:
Project:

7517704
60174932

Sample: NBJ1-S1 Lab ID: 60174932004 Collected: 08/01/14 14:25 Received: 08/02/14 08:44 Matrix: Solid
Results reported on a "dry-weight" basis

Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit

Analytical Method: EPA 8260 by SIM8260 MSV  1,4 Dioxane by SIM

1,4-Dioxane (p-Dioxane) ND ug/kg 08/04/14 15:07 123-91-1 N22.7 1
Surrogates
Toluene-d8 (S) 99 %. 08/04/14 15:07 2037-26-570-130 1

Analytical Method: ASTM D2974-87Percent Moisture

Percent Moisture 24.8 % 08/04/14 11:450.50 1
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ANALYTICAL RESULTS

Pace Project No.:
Project:

7517704
60174932

Sample: DUP-7 Lab ID: 60174932005 Collected: 08/01/14 08:00 Received: 08/02/14 08:44 Matrix: Solid
Results reported on a "dry-weight" basis

Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit

Analytical Method: EPA 8260 by SIM8260 MSV  1,4 Dioxane by SIM

1,4-Dioxane (p-Dioxane) ND ug/kg 08/04/14 15:31 123-91-1 IS,N22.6 1
Surrogates
Toluene-d8 (S) 99 %. 08/04/14 15:31 2037-26-570-130 1

Analytical Method: ASTM D2974-87Percent Moisture

Percent Moisture 24.3 % 08/04/14 11:450.50 1
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ANALYTICAL RESULTS

Pace Project No.:
Project:

7517704
60174932

Sample: NBJ1-F1 Lab ID: 60174932007 Collected: 08/01/14 13:25 Received: 08/02/14 08:44 Matrix: Solid
Results reported on a "dry-weight" basis

Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit

Analytical Method: EPA 8260 by SIM8260 MSV  1,4 Dioxane by SIM

1,4-Dioxane (p-Dioxane) ND ug/kg 08/04/14 15:56 123-91-1 N22.5 1
Surrogates
Toluene-d8 (S) 98 %. 08/04/14 15:56 2037-26-570-130 1

Analytical Method: ASTM D2974-87Percent Moisture

Percent Moisture 21.3 % 08/04/14 11:450.50 1
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QUALITY CONTROL DATA

Pace Project No.:
Project:

7517704
60174932

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MSV/2325
EPA 8260 by SIM

EPA 8260 by SIM
8260 MSV  1,4 Dioxane by SIM

Associated Lab Samples: 60174932001, 60174932002, 60174932003, 60174932004, 60174932005, 60174932007

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 89384
Associated Lab Samples: 60174932001, 60174932002, 60174932003, 60174932004, 60174932005, 60174932007

Matrix: Solid

Analyzed

1,4-Dioxane (p-Dioxane) ug/kg ND 2.0 N208/04/14 13:01
Toluene-d8 (S) %. 102 70-130 08/04/14 13:01

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

89385LABORATORY CONTROL SAMPLE:
LCSSpike

1,4-Dioxane (p-Dioxane) ug/kg 46.1 N250 92 70-130
Toluene-d8 (S) %. 102 70-130

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

89386MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

60174932001

89387

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

1,4-Dioxane (p-Dioxane) ug/kg M1,N265.4 70 70-13067 3 2065.43.7 49.3 47.8
Toluene-d8 (S) %. 99 70-13099
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QUALIFIERS

Pace Project No.:
Project:

7517704
60174932

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit.
S - Surrogate
1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The Nelac Institute

ANALYTE QUALIFIERS

The internal standard response is below criteria. Results may be biased high.IS
Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS) recovery.M1
The lab does not hold TNI accreditation for this parameter.N2
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QUALITY CONTROL DATA CROSS REFERENCE TABLE

Pace Project No.:
Project:

7517704
60174932

Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch

60174932001 MSV/2325NBJ1-S2 EPA 8260 by SIM
60174932002 MSV/2325NBJ1-S3 EPA 8260 by SIM
60174932003 MSV/2325NBJ1-S4 EPA 8260 by SIM
60174932004 MSV/2325NBJ1-S1 EPA 8260 by SIM
60174932005 MSV/2325DUP-7 EPA 8260 by SIM
60174932007 MSV/2325NBJ1-F1 EPA 8260 by SIM

60174932001 PMST/NBJ1-S2 ASTM D2974-87
60174932002 PMST/NBJ1-S3 ASTM D2974-87
60174932003 PMST/NBJ1-S4 ASTM D2974-87
60174932004 PMST/NBJ1-S1 ASTM D2974-87
60174932005 PMST/DUP-7 ASTM D2974-87
60174932007 PMST/NBJ1-F1 ASTM D2974-87
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